[Purpose] The balance exercise assist robot is a training device based on a personal transport assistance robot ridden in the standing position. The personal transport assistance robot uses an inverted pendulum control system and moves in response to movements of the user's center of gravity. The purpose of this study was to describe the characteristics of postural control during the action of stopping the personal transport assistance robot.
INTRODUCTION
In recent years, robotics technology has been applied to the training of patients with gait and balance disorders in clinical rehabilitation settings 1) , based on the idea that balance training using robotic technology could be useful as a form of postural control training. One of these types of robot, the balance exercise assist robot (BEAR, Toyota Motor Corporation, Toyota, Japan), is based on a personal transport assistance robot (PTAR) ridden in the standing position 2) .
The PTAR is a two-wheeled inverted pendulum system controlled by two motors. The motors are controlled via sensors that detect the posture of the user, to maintain the user in an upright position. Accordingly, when the user moves their center of gravity (COG) forward or backward, the robot also moves forward or backward, respectively. In addition, when the user moves their COG to the left or right, the robot turns in the corresponding direction. In the BEAR system, the PTAR and the computer communicate via Bluetooth, a display cable connects the computer to a large monitor, and the movement of the PTAR is displayed on the monitor as movement of an avatar. Because the user's COG is reflected in the PTAR's movement, the COG can be visualized, so the device provides useful feedback to the user. Moreover, as the game and robot parameters can be adjusted, balance training can be offered with an optimal degree of difficulty for each individual 2) .
Patients with chronic stroke 3) and frail elderly people 4) showed improvements in dynamic balance ability and lower-limb muscle strength after exercises using BEAR. In healthy participants, a study on physical activity during BEAR exercises described the characteristics of leg muscle activity during three different tasks 5) and the changes in postural strategy during exercise against perturbation 6) . These two previous studies 5, 6) in healthy participants have focused on movement during the BEAR game task, and did not clarify the user's movement characteristics while operating the PTAR, which involves stopping, forward/backward movement, and left/right turning movement. The purpose of this study was to describe the operation method for stopping the PTAR, that is, the postural control of quiet standing on the PTAR.
PARTICIPANTS AND METHODS
Eleven healthy male (mean age 26 ± 5 years; height 171 ± 7 cm; weight 62 ± 7 kg) participated in this study. No participant had a history of neurologic or orthopedic disease. All participants provided written informed consent for the experimental procedure, which was approved by the institutional review board of the Kyoto Prefectural University of Medicine (IRB approval number: ERB-C-878). The participants were asked to maintain quiet stance for 30 s with a distance of 20 cm between their heels while looking at a marker placed 1.5 m ahead; the task was performed under three different conditions: (1) on a force plate (GP-5000, Anima Co., Ltd., Tokyo, Japan) on the floor (Floor) (2); on the PTAR touching the handlebars (Handle); and (3) on the PTAR not touching the handlebars (Non-handle). The PTAR (R332 yellow model, Toyota Motor Corporation, Toyota, Japan) employs an inverted pendulum control system, and moves in response to the user's COG movements. Accordingly, when the user moves their COG forward or backward, the PTAR also moves forward or backward. In addition, when the user moves their COG to the left or right, the PTAR rotates. The maximum cruising speed of the PTAR was 2 m/s. During the Floor and Non-handle tasks, participants stood with their arms crossed against their chests, and in the Handle task, participants were required to rest their hands lightly, but not lean, on the handlebars. Each task was performed 10 times under each of the conditions. The measurement order of the three conditions was chosen at random (Fig. 1) .
Marker trajectories were collected at 60 Hz using a six-camera 3D motion-capture system (KinemaTracer ® , Kissei Comtec Co., Ltd., Matsumoto, Japan). A total of 16 markers (30 mm in diameter) were placed bilaterally on the acromia, lateral epicondyle of the humerus, ulnar styloid process, iliac crest, hip joint (one-third distance from the great trochanter on a line joining the anterior superior iliac spine and great trochanter), knee joint (midpoint of the anteroposterior diameter of the lateral femoral epicondyle), ankle joint (lateral malleolus), and toes (5th metatarsal head). The COG was calculated based on 14 markers, excluding the iliac crest, taking into account the trunk (including the head and pelvic girdle), the left and right of the upper arm, the forearm, the thigh, the lower leg, and the foot segment. The total locus length and the amount of displacement in the anterior-posterior (AP) and medial-lateral (ML) directions of the COG and the center of pressure (COP) were calculated. Each angle of hip, knee and ankle joint in the sagittal plane was calculated as the motion of the distal segment relative to the proximal segment in the right leg. The mean value, and the amount and total momentum of each joint angle were calculated. The total momentum was defined as the total value of the area formed by joint angles per unit time by trapezoidal approximation.
Force data were measured at 20 Hz by a force plate during the Floor task, and at 125 Hz by the PTAR's foot sensors during the Handle and the Non-Handle tasks. The total locus length, and the displacement amount in the AP and ML directions were obtained from the COP calculated from the force data stored in the computer after resampling with the KineAnalyzer ® (Kissei Comtec Co., Ltd., Matsumoto, Japan). Surface electromyography (EMG) data were collected using a wireless EMG device (MQ16, Kissei Comtec Co., Ltd., Matsumoto, Japan). Muscle activity was recorded for each of the following six muscles in the right lower leg: gluteus medius (GM); rectus femoris (RF); biceps femoris (BF); tibialis anterior (TA); medial head of the gastrocnemius (MG); and peroneus longus (PL). The electrodes were placed on the skin according to SENIAM conventions 7) . The EMG data were acquired at a sampling frequency of 1,000 Hz, and the raw EMG signals were bandpass filtered between 20 and 500 Hz using the KinemaTracer ® to remove low frequency motion artifact and high frequency noise. These signals were then processed for rectification and integrated every 100 ms. For each participant, EMGs were normalized to the corresponding maximum voluntary contraction (MVC) to reduce intersubject variability.
A mean value was calculated for each study parameter from the 110 repeats of the quiet stance task performed under the three experimental conditions.
In order to synchronize the data collection, the force plate and the EMG device were triggered by a start signal from the 3-D motion analysis system in the Floor task. The 3-D motion analysis system, PTAR, and EMG device were triggered by a start signal from a custom-made trigger box in the Handle and Non-handle tasks.
A repeated measures analysis using a mixed model was used to identify statistically significant differences in kinetic and kinematic values and lower-leg muscle activities for the three conditions. In this study, the fixed effects were the three conditions, and these models also estimated random effects due to differences in participants. In the analysis, p values<0.05 were considered statistically significant. For the post-hoc test, the Bonferroni correction for multiple comparisons was used, and p values<0.0167 were considered statistically significant since three pair-wise comparisons were done on each data set (i.e., p<0.05/3=p<0.0167). JMP ® Pro 12 (SAS Institute Inc., Cary, NC, USA) was used for statistical analyses. Table 1 shows results for the measured parameters under Floor, Handle, and Non-handle conditions. The largest total locus length of COG and largest amount of displacement of COG in the AP direction were observed in the Non-handle task, followed by the Handle and Floor tasks, and the smallest amount of displacement of COP in the AP direction was observed in the Non-handle task, followed by the Handle and Floor tasks. The total locus length of COP in the Non-handle task was larger than in the Floor and Handle tasks. The amount of displacement of COG in the ML direction was smaller in the Handle task than in the Floor and Non-handle tasks, and the amount of displacement of COP in the ML direction was smaller in the Handle and Non-handle tasks than in the Floor task.
RESULTS
The mean of hip joint angle in the Non-handle task was the highest flexion, followed by the Handle and then Floor tasks. The mean of knee joint angle was higher flexion in the Handle and Non-handle tasks than the Floor task. The mean of ankle joint angle under all conditions was dorsiflexion, with no significant difference between the three conditions. The angular displacement of all lower leg joints was larger in the Non-handle than the Floor task; in addition, the ankle angular displacement was larger in the Handle task than in the Floor task. The total momentum of all the lower leg joints increased in the Handle and Non-handle tasks compared with the Floor task; in addition, the total momentum of the hip joint increased in the Non-handle task compared with the Handle task.
The highest mean muscle activities of the GM, RF, and TA were observed in the Non-handle task, followed by the Handle and then the Floor tasks. The mean muscle activity of BF was lower for the Handle task than for the Floor task, and the MG activity was lower in the Handle and Non-handle tasks than in the Floor task. Finally, mean muscle activity of the PL was higher in the Non-Handle task than in the Floor and Handle tasks.
DISCUSSION
With or without handlebar use, the results for COG and COP showed that the standing positions on the PTAR were an unstable environment, and the results for joint motion and muscle activity of the lower limbs showed that quiet standing on the PTAR required different postural control to standing on the floor. In addition, standing on the PTAR without touching the handlebars was a less stable environment, and increased joint movement and muscle activity of the lower limb were observed.
To stop the PTAR, the user's COG must be matched to the center of the PTAR body. Although the participants tried to reduce the amount of COP displacement and make their COG match, it was difficult to perfectly coincide the two and, since the position of the COG was reflected in the movement of the PTAR, the total length and the amount of displacement in the AP direction of the COG increased. The PTAR turns when load symmetry is lost. When standing on the PTAR, the participants' consciousness of the bilateral symmetry of the load was greater and the amount of displacement of COP in the ML direction was smaller than when standing on the floor.
The standing posture on the PTAR was flexion of the lower limb joints, the range of motion of the ankle joint was large, and the total momentum of all lower leg joints was large compared with the Floor condition. Hsu et al. reported that displacement of six angles in the longitudinal direction-the ankle, knee, hip, lumbosacral, 7th cervical-1st thoracic, and atlanto-occipital joints-was coordinated to minimize the impact on the center 8) . In this study, posture was also controlled through the mechanical interaction of the ankle, knee, and hip when maintaining a standing position on the PTAR. The amount of displacement at the ankle has been reported to increase when standing still on unstable seesaws 9) . On the unstable seesaws, the participants were able to keep balance mainly by moving the ankle joint, whereas the hip and knee movements were within the range seen when the individuals stood still on a rigid platform 9) . The amount of displacement at the ankle joint was also greater on the unstable PTAR in this study than when standing on the floor, similar to the results observed with seesaws. To achieve smooth control of standing on the PTAR, ample joint freedom had to be coordinated chronologically and spatially; the posture of bending the leg joint might, therefore, have been selected.
Compared with the Floor condition, lower-limb muscle activity under the Handle condition was higher for the RF and TA and smaller for the BF and MG. The activity of the ventral lower limb muscles becomes greater when the COG is moved backward 10) . During the Handle condition, the standing posture was flexion of the hip and knee joints, and it appears that the COG was displaced rearward of the COP, compared with the Floor condition. Also, the demand for lateral control of the COG was high under PTAR conditions, so the muscle activity of the GM increased. ML balance is under hip (abduction/adduction) control in side-by-side stance 11) . This agrees with our results.
The study also examined the influence of the handlebars on the PTAR. In the Non-handle task, the total locus length of the COG and COP, and the COG displacement amount in the AP/ML directions were larger and more unstable than during the Handle task. The COP displacement amount was small in the AP direction, and there was no between-group difference for the ML direction. It is well known that a light and voluntary touch with a fingertip on a fixed surface improves postural stability during quiet standing. It was thought that tactile feedback provided by fingertip contact contributes to the reduction of postural sway 12) . Thus, the light contact with the handlebars in the current study may have contributed to postural stability on the PTAR. The postural strategies for quiet standing include the ankle strategy and hip joint strategy. The ankle strategy persists during small perturbations consisting of low-amplitude, low-velocity, or low-frequency stimuli. With larger perturbations, the hip strategy predominated 10) . In the Non-handle task, it is assumed that muscle activity in the GM and RF was large because the total locus length and displacement of the COG are large, to make heavy use of the hip strategy. In addition, because the demand for COG control in the ML direction increased in the Non-handle task, muscle activity in the GM and PL was high. Some limitations of the present study must be acknowledged when interpreting the results. In this study, head, neck, and trunk motion were not analyzed. Furthermore, the influence of both upper limbs has not been sufficiently studied. The influence of both upper limbs on postural control was small because participants' arms were crossed against their chests in the Floor and Non-handle conditions. On the other hand, in the Handle condition, the participants were instructed not to lean on the handlebars. However, the amount of load on the handlebars and the motion of the hands were not measured. The possibility that contact with the handlebars affected the control of the PTAR cannot be excluded.
In conclusion, standing on the PTAR required performance of more active postural control under these unstable conditions than standing on the floor. Therefore, the BEAR may be useful for providing postural control exercises. In addition, since the handlebars make it easier to achieve postural control, the BEAR can be used for patients with severe balance disorders.
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